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A benchmark for the comparison of MRI (Magnetic Resonance Imaging) measurements and CFD (Computational Fluid
Dynamics) simulations for blood flow in intracranial aneurysms is presented. The benchmark setting is designed to allow
for CFD simulations that are completely independent of the MRI measurements. This facilitates a fair comparison of both
methods. Furthermore, results showing the good agreement of MRI and CFD are presented.
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1 Introduction
The simulation of hemodynamics inside intracranial aneurysms with the help of CFD (Computational Fluid Dynamics) solvers
is of special interest to the medical community as it can contribute to the personalized and predictive diagnosis. As such, a
thorough understanding of the employed tools, e.g., MRI (Magnetic Resonance Imaging) measurements and CFD simulations,
is necessary. The comparison of MRI measurements with CFD simulations should further the understanding of both methods
in terms of their accuracy, reliability, and drawbacks. Therefore, we introduce a benchmark problem that allows for CFD
simulations that are independent of MRI measurements. Furthermore, we present a brief comparison of CFD simulation
results and MRI measurements for this benchmark problem. For further results highlighting the advantage of CFD simulations
over noisy MRI measurements, see [3].
2 Benchmark Problem
We propose the geometry depicted in fig. 1 to compare
a numerically simulated flow field with MRI measure-
ments of the flow field in a corresponding 3D printed
model. The geometry exhibits long sections of inflow
and outflow to minimize the dependency of the flow in
the area of interest (i.e., the aneurysm) on the boundary
data; in particular, the flow in the area of interest is in-
dependent of perturbations at the inlet. Thus, instead of
prescribing the inflow profile measured by the MRI, a
parabolic inflow profile with a specific flow rate is pre-
scribed in the CFD simulation. The flow rate is deter-
mined independently of the MRI by collecting the fluid
in a measuring cup at the outlet of the geometry over a
longer time period.
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Fig. 1: CAD geometry (top) and 3D printed geometry (bottom). Ves-
sel diameter: 4mm. Approximate aneurysm dimension: 7⇥5⇥4mm
(volume: 90mm3). The model was printed using a rigid acrylic resin
(AR-M2; layer thickness: 0.015mm).
Furthermore the long outflow section prevents the outflow boundary condition of the mathematical model to significantly
influence the flow near the aneurysm.
MRI measurements: The printed model was connected to a pump and introduced into a 3 Tesla MRI system (Ingenia,
Philips, Best, The Netherlands). The pump (Acandis, Pforzheim, Germany) was placed outside the magnet room, connected
via tubing to the model and generated a continuous flow (rate: 1.76ml3/s) through the phantom. Water and a contrast agent
(Dotarem, Guerbet, Villepinte, France) with a concentration of 1.7mmol/l were used. A three-dimensional gradient-echo
sequence with three-directional phase-contrast flow encoding acquisition sequence [4] was used to measure velocities in the
model with an isotropic resolution of 0.3mm, reconstructed to 0.15mm. The velocity encoding value (VENC) was set to
30 cm/s. To correct for background phases, the measurement was repeated with the pump turned off and the phase subtracted
from the first measurement.
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Fig. 2: Comparison of MRI measurement and CFD simulation for three different slices of the benchmark geometry.
Mathematical model: Given the computational domain
⌦ and the kinematic viscosity ⌫, we model the fluid flow us-
ing the time dependent incompressible Navier-Stokes equa-
tions for Newtonian fluids. Specifically, we seek an ap-
proximate solution of eq. (1) and use a convective-explicit
formulation to linearize the Navier-Stokes equations.
@u
@t   ⌫ u+ (u ·r)u+rp = 0, in ⌦,
div(u) = 0, in ⌦,
u = uinflow, on  inlet,
u = 0, on  wall,
(⌫ru  pI)noutlet = 0, on  outlet.
9>>>>>>=>>>>>>;
(1)
3 Numerical Simulation
The CAD geometry and surface mesh were created with SALOME (salome-platform.org) and the volume was triangulated
with tetrahedra using Gmsh [2] (v3.0.6) yielding a total of 9.2mio. degrees of freedom. The numerical simulation is carried
out based on version 3.8.8 of the finite element library LifeV [1]. Furthermore, we employ a BDF-1 time discretization scheme
and discretize in space using stabilized P1-P1 elements. For the inf-sup and convection stabilization, LifeV implements PSPG
(Pressure Stabilized Petrov-Galerkin) and SUPG (Streamline-Upwind Petrov-Galerkin) stabilization approaches; cf. [5].
The presented numerical results in steady state are based on a kinematic viscosity of ⌫ = 1.0mm2/s and a parabolic inflow
profile with flow rate 1.76 cm3/s, which results in a peak velocity of a fully developed flow in a straight tube (vessel diameter:
4mm) of 28.0 cm/s. The velocity magnitude is shown in fig. 2 for three different slices (left images) of the geometry. The MRI
measurements (center images) and CFD simulations (right images) are in good agreement even though they are performed
completely independently. Complicated features as in the center images (from the top) look visually identical. More subtle
features (bottom) are in good agreement as well. However, it is also evident that in the aneurysm (bottom), noise prevents
accurate measurements in the MRI images.
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